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This research work presents, for the ﬁrst time, a screen-printed electrode (SPE) made on a PCB board 
with silver tracks (Ag) and a three electrode conﬁguration (AgxO-working, AgxO-counter and Ag/AgxO-
reference electrodes), following the same approach as printed-circuit boards (PCBs). This low cost and 
disposable device was tested for screening a cancer biomarker in point-of-care. The selected biomarker 
was carcinogenic embryonic antigen (CEA) protein, routinely used to follow-up the progression of speciﬁc 
cancer diseases.
The biosensor was constructed by assembling a plastic antibody on the Ag-working electrode area, 
acting as the biorecognition element of the device. The protein molecules that were entrapped on the 
polymer and positioned at the outer surface of the polypyrrole (PPy) ﬁlm were removed by protease 
action. The imprinting effect was tested by preparing non-imprinted (NPPy) material, including only 
PPy as biorecognition element. Infrared and Raman studies conﬁrmed the surface modiﬁcation of these 
electrodes. The ability of the sensing material to rebind CEA was measured by several electrochemi-
cal techniques: cyclic voltammetry (CV), impedance spectroscopy (EIS) and square wave voltammetry 
(SWV). The linear response ranged from 0.05 to 1.25 pg/mL against logarithm concentration.
Overall, producing screen-printed electrodes by means of conventional PCB technology showed 
promising features, mostly regarding cost and prompt availability. The plastic antibody-based biosensor 
also seems to be a promising tool for screening CEA in point-of-care, with low response time, low cost, 
good sensitivity and high stability.Printed circuit board 
Molecular Imprinting 
Electropolymerization 
Carcinogenic embryonic antigen 
Biosensor. Introduction
Screen-printed electrodes (SPEs) are emerging as (bio)sensing
ortable tools for on-site andpoint-of-care detection [1]. Such tools
re made of a chemically inert and non-conductive substrate, over
hich screen-printing technology is applied to produce the nec-
ssary electrodes. In these, three electrodes are usually involved:
orking, reference and auxiliary. In this regard, electrochemically
asedapproaches arebecomingof increasing interest, for providing
ompact and portable reading systems of fast response [2].
In practice, the portability of SPEs is a result of combining three
lectrodes in the same support and using compact transducingapparatus, as those employed in blood glucose monitoring. So far,
there are several supports that have been used to assemble SPEs by
screen-printing technology.
Plastic-based supports are the ones employed more often [3,4].
An alternative material could be the conventional printed circuit
board (PCB) support, widely employed in electronics, of low cost
and easy fabrication. This simple and well established approach is
presented herein as a simple and low cost method of producing
SPEs. Silver conductive tracks are selected for this purpose due to
their high conductivity.
In addition to the support, the sensing material at the work-
ing electrode should grant sensitive and stable responses. In
this regard, biomimetic materials are currently emerging, as an
alternative to natural antibodies, offering high stability and easy
preparation. The most common way to produce such artiﬁcial
receptors makes use of molecular imprinting technology. In this,
the target molecule is entrapped in a polymeric matrix and sub-
sequently removed, thereby generating artiﬁcial binding positions
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df complementary stereospatial arrangement. When the target
iomolecule is a protein, such biomimetic materials are named
lastic antibodies, because they interact with the biomolecule in
similar way to that of natural antibodies.
Thus, this work combines the novel PCB-based SPEs comprising
g tracks with the use of an antibody-like biomimetic material as
ensing element. This combination is applied herein to target a can-
er biomarker. Cancer biomarkers are currently employed for early
ancer detection, selection of a therapeutic approach, and follow-
p of the disease progression in the course of chemotherapy [5,6].
n all these applications, point-of-care analysis is mostly desired
ut not yet achieved. Present methods to screen cancer biomark-
rs in hospital facilities include enzyme-linked immunosorbent
ssay (ELISA) and chromatographic approaches [7], always estab-
ished inside the analytical laboratory.Meanwhile, electrochemical
iosensors are presently emerging in research context as possible
lternative screening tools in cancer.
Carcinogenic embryonic antigen (CEA) is one of the biomarkers
f clinical interest in cancer, currently employed to measure the
ourse of the progression of colon rectal cancer (CRC) [8,9]. CEA is
n immunoglobulin glycoprotein of high molecular weight, with
glycosyl phosphatidylinositol modiﬁcation that binds it into the
ell membrane. It has an aberrant glycosylation proﬁle, which is a
ommon featureamongmanybiomolecules circulating in theblood
hen cancer disease is present.
One may ﬁnd several CEA biosensors reported in the litera-
ure where the sensing material is an antibody. Such devices make
seof electrochemical [10–29], optical [30–34], radioimmunoassay
35–38], or mass [39–45] detection. Some biosensors also employ
nzyme or aptamer [24] materials as sensing element, but as far
s we know no work has been reported so far making use of a
iomimetic material for CEA targeting.
Thus, the present work reports, for the ﬁrst time, a SPE elec-
rode with a three electrode system (Ag/working, Ag/counter and
g/AgO reference) assembled by PCB technology. It was also com-
ined with a novel biomimetic material as sensing element that
as designed to target CEA, a cancer biomarker. The biomimetic
aterial (assigned later as MPPy) consisted of an imprinted matrix
f polypyrrole (PPy), assembled by electropolymerizing Py on the
orking electrode area, in the presence of CEA, followed by pro-
ein removal after proteolytic enzymatic activity. A non-imprinted
NPPy) ﬁlm was prepared in parallel to assess the contribution of
he imprinted sites to the overall analytical response. The analytical
erformanceandapplication feasibility of the resultingdevicewere
valuated by different electrochemical techniques, namely CV, EIS
nd SWV techniques.
. Experimental
.1. Apparatus
All electrochemical data was collected in a potentio-
tat/galvanostat equipment from Metrohm Autolab, PGSTAT302N,
quipped with a FRA module for EIS readings and controlled
y Nova software. The Ag-SPEs were homemade by means of
ommercial PCB technology and making use of a conventional SPE
onﬁguration. In this, the working electrode was placed at the cen-
er and in a circle format and surrounded by counter and reference
lectrodes (electrically separated from each other and allowing
he counter to have a bigger surface area). SPE strip dimensions
ere 3.5 cm×0.9 cm×1.5 cm. The electrical circuits were all maden printed silver (working and counter electrodes made of silver,
nd reference electrode and electrical contacts made of silver). The
PEs were connected to a homemade switch box, allowing their
irect interface with the potentiostat/galvanostat.Direct analysis of the surface modiﬁcations made use a Fourier
transform infrared spectroscopy (FTIR) equipment Nicolet iS10,
Smart iTR, from Thermo Scientiﬁc, coupled to an attenuated total
reﬂectance (ATR) accessory also from Thermo Scientiﬁc. Raman
studies were made in a Thermo Scientiﬁc DXR Raman microscope
system, including a 100mW excitation laser of 532nm.
2.2. Reagents and solutions
All chemicals employed in this work were of analytical grade.
Aqueous solutions andwashingwasmadewith de-ionized or ultra-
pure Milli-Q water. CEA, proteinase K, pyrrole (Py), and phosphate
buffered saline (PBS), myoglobin (Myo), creatinine (Crea), were
obtained from Fluka; hexaammineruthenium (III) chloride (Ru3+)
from Acros; and 4-(2-hydroxyethyl)-1-piperazineethanesulfonic
acid (HEPES) buffer from Sigma.
Stock solutionsof CEA (0.25g/mL)wereprepared inPBSbuffer,
pH 7.2. Less concentrated standards were prepared by dilution of
the previous one, making use of the same buffer. Electrochemical
evaluation of the modiﬁed surfaces was made in a 1.0×10−3 mol/L
Ru3+ solution, also prepared in PBS, pH 7.2.
2.3. Electrode pre-treatment
Before use, the Ag-SPE electrode followed pre-treating proce-
dures that consisted in oxidizing the reference, counter and work
electrode to AgxO (Ag2O and AgO) by means of an electrochemical
technique. This was done by subjecting the SPE system to 20 CV
consecutive cycles, between −0.5 and 0.5V, in PBS buffer, at pH 8.
The electrodes were ready for use after cleaning with ethanol and
drying [46].
2.4. Assembling the sensing material
The imprinted material was assembled in two stages. The ﬁrst
one consisted of covering the three electrodes of the SPE with a
solution of Py (5.0×10−3 mol/L in PBS buffer) and CEA (0.10g/mL
in PBS), and applying 15 CV cycles from −0.2 to 1.0V, using a scan-
rate of 50mV/s. The resultingCEA/PPyﬁlmwasvisible tonakedeye.
At this stage, theworking electrode formatwas Ag-SPE/CEA/PPy. In
the second stage, the CEA ﬁlm was washed with deionized water
and incubated in proteinase K (500g/mL solution prepared in PBS
buffer, pH 7.4), for 2h, in the dark. The resulting ﬁlm (MPPy), Ag-
SPE/–/PPy, was ready for use after washing several times in PBS
buffer (to remove protein fragments and proteinase K), and rinsing
with water MQ.
Non-imprinted sensing layers were assembled in parallel and
making use of the same solutions. The overall procedure followed
for this purpose was similar to the previous one, but using Py solu-
tions insteadofPy/CEAsolutions. The resultingdeviceswerenamed
as NPPy and the ﬁnal format Ag-SPE/PPy.
2.5. Qualitative characterization of the ﬁlms
The chemical changes occurring at the working electrode sur-
face were followed directly on the SPE working electrode without
previous treatment. Films of MPPy (after CEA removal) and NPPy
were analyzed by FTIR and RAMAN spectroscopy.
FTIR was also conducted directly over the thin-ﬁlm layer
deposited after electropolymerization. The ATR accessory had a
germanium-based support, offering full transparency over the
wavenumber range 400–4000 cm−1 wavenumber. The number of
scans was set to 150, and the resolution to 8.
Raman spectra were collected in the same position as the con-
focal microscopy images presented in Fig. 1, by selecting a 5mW
laser power and 25m pinhole apertures. Signal-to-noise ratio
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peak height/RMS noise) was set to a high value and ﬂuorescence
orrection to a 5 order degree, following the Omnic software spec-
ﬁcations.
.6. Binding isotherm studies
The binding kinetics of the adsorption of CEA to MPPy and NPPy
lms was measured by SWV and the data adjusted to the Langmuir
sothermmodel. Thiswasdoneby applying Eq. (1),where IS was the
ormalized current-density (in A cm−2, accounting the blank effect
nd the negative response), S is the concentration of CEA (in mol/L)
nd Imax is the maximum current density observed (in A cm−2).
S =
Imax[S]
KD + [S]
(1)
This was done by incubating the sensing layer with CEA stan-
ards of increasing concentrations, ranging from1.25 to 125pg/mL,
nd prepared in buffer. An incubation period of 15min was set for
ach standard solution, followed by redox probe reading in SWV
ethod. The collected datawas employed to calculate the apparent
issociation constant (KD) and maximum binding capacity (Bmax).
D indicated the protein concentration yielding half of the analyti-
al maximum response [1,47].
.7. Electrochemical assays
All electrochemical measurements were conducted in triplicate
nd used as redox probe Ru(III) prepared in PBS buffer of pH 7.2.
n CV assays the potentials were cycled from −0.8 to +0.8V, at
0mV/s scan-rate; and inSWVassayspotentials changed from−0.8
o +0.8V, at a frequency of 25Hz and a step height of 150mV. In
eneral, EIS assays were made in triplicate with the Ru(III) redox
ouple, making use of an open circuit potential with a sinusoidal
otential perturbation of 0.01V amplitude and a number of fre-
uencies equal to 50, over 0.1–100kHz frequency range.
The calibration curveprocedure consisted of incubating increas-
ng concentrations of standard CEA solutions, ranging from
.25pg/mL to 125pg/mL, and prepared in PBS buffer, pH 7.2. The
lectrochemical data collected for this purpose included SWV and
IS measurements.
.8. Selectivity studyThe interfering species tested were selected among those that
ay be found in biological ﬂuids, such as Myo (50ng/mL) and
rea (0.01mg/mL). This study was carried by its incubation during
5min on (Ag-SPE/–/PPy) surface.of Ag-SPE and Ag-SPE/–/PPy surfaces.
3. Results and discussion
3.1. Electrode pre-treatment
The electrical features of the novel SPEs were identiﬁed by
recording several CV voltammograms of a suitable redox probe.
While the peak to peak separation of the collected data was more
or less as expected, repeated CV assays yielded signiﬁcant changes
in the absolute current values. This was attributed to changes at
the silver surface of the electrodes generated by repeated electrical
cycling modes, which eventually became visible to naked eye.
The stabilization of the current produced by the devicewas sub-
sequently achieved by applying an oxidation procedure speciﬁcally
to the silver reference electrode, yielding the transformation of Ag
intoAgOnanoparticles. Suchnanoparticles are expected to increase
the electroactive area, thereby contributing to improve the analyt-
ical features of the biosensing device [46]. The speciﬁc procedure
applied for this purpose followed a previously described approach
[46,48], after which all CV signals became stable and repeatable
within time.
3.2. Design of the biomimetic sensing material
The selection of a suitable molecular-imprinting approach is
essential to achieve a successful biomimetic recognition layer. In
the speciﬁc case of protein targeting,where the biomolecule is a big
sized nanostructure, mass transfer and protein removal from the
imprinted polymer become fundamental requirements. These are
met by surface imprinting, making this the most suitable approach
for protein-imprinting. This approach is expected to lead to a high
number of effective binding sites, thereby improving protein bind-
ing kinetics [49,50].
In surface imprinting, the protein is bound to a receptor surface
(in this study, the Ag working electrode) and a suitable polymer
is grown around it. The polymerization stage must be estab-
lished under close-to-physiological conditions to ensure that the
imprinted biomolecule maintains its stereochemical arrangement
(or close to it). This may be achieved by electropolymerization,
where the desired chemical/physical proprieties of the polymeric
ﬁlmmaybe controlled bymodulating several experimental param-
eters [50].
Among the several polymers produced by electropolymeriza-
tion, PPy has been identiﬁed as a promising material for electro-
chemical transducing events, due to its excellent electrical proper-
ties,mostly related tohighconductivity events [51–53]. Indeed, PPy
electropolymerized ﬁlms have been successfully produced by an
oxidative process, achieved on the surface of noble metals such as
platinum or gold [54,55]. Some authors have used other non-noble
metals, such as iron [56], zinc [57], copper [58], aluminum [59,60],
Fig. 2. Schematic representation of the two stages used in the synthesis of Ag-
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tor. These materials show the capability to store charge FaradicallyPE/–/PPy devices. (A) Electropolymerization of Py in the presence of CEA; (B)
rotein removal by proteinase K.
ielding chemical alterations at the receptor surface, depending of
he speciﬁc electrochemical conditions employed.
In the speciﬁc work, where PPy ﬁlms are to be assembled on
non-noble surface such as silver, the electrochemically formed
lm is expected to be arranged in a sandwich structure [61]. In this
ork, the PPy ﬁlm is assembled in an oxide layer (AgxO) on the
g-SPE surface, when electropolymerizing conditions are applied
o an aqueous solution of Py. Such sandwich structure results from
rowing the polymer on a surface with a number of cracks, where
he AgO layer is in fact heterogeneous. The confocal microscopy
bservation of the material evidenced such heterogeneous and
rackedsurfacebeforePPy formation (Fig. 1, left). Consequently, the
nitial electropolymerization of Py was preferentially established
nside the cracks, thereby forming preferential conducting paths
rom the blank silver substrate to the outer surface of the growing
gO layer, consistent with the corresponding confocal microscopy
mages (Fig. 1, right).
Overall, the imprinted MPPy ﬁlms (Ag-SPE/–/PPy) were pro-
uced by polymerization of Py monomer that was initiated and
ustained by electrical stimulus. The overall process was repre-
ented in Fig. 2 and consisted on trapping CEA target biomolecules
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Fig. 3. Electrochemical CV (A) and EIS (B) responses of the different stagesas the PPy thin-ﬁlm was being assembled at the receptor sur-
face. The PPy ﬁlm was formed by imposing several consecutive CV
cycles to an aqueous solution of Py monomer containing CEA, from
−0.2 to 0.8V [62–65]. The ﬁnal stage of the MPPy production con-
sisted on removing the CEA biomolecules at the outer surface of
the imprinted matrix by an enzyme. Enzymatic was preferred to
chemical digestion in order to avoid chemical alterations at the
outer layer of the polymeric surface. Proteinase K was the enzyme
selected for this purposebecause it displayshighenzymatic activity
with low cutting speciﬁcity.
The speciﬁc binding of CEA to the imprinted sites was assessed
by comparing the response of the MPPy ﬁlms to control ﬁlms
NPPy (Ag-SPE/PPy), assembled by the same procedure but with-
out protein in the Py solution. While MPPy ﬁlms may give rise to
a combined response of speciﬁc and non-speciﬁc binding of CEA
to the imprinted positions, the binding of CEA to NPPy ﬁlms can
only be established by means of non-speciﬁc interactions because
no binding positions exist in these.
3.3. Follow-up of the biomimetic material assembly
The formation of the MPPy/NPPy ﬁlms was evident to human
eye, as the initial silver oxide electrode became black. This black
color accounted the successful formation of the PPy ﬁlm, regardless
the presence of the protein. But the assembly of a biomimetic ﬁlm
was expected to promote alterations upon the electron transfer
properties of the receptor surface, at the two main stages involved
in the ﬁlm assembly. Such electrical changes were followed herein
by EIS and CV studies, providing consistent data as explained next.
The CV voltammogram of blank Ag-SPEs showed the reduc-
tion peak of Ru(III), reduced to Ru(II), but the corresponding
current intensity was very low compared to that expected in
the normal gold commercial SPEs (Fig. 3A). The electropoly-
merization stage carried out next for assembling the MPPy
ﬁlms included several CV cycles that showed different current
proﬁles.
Theoverall CVcurrent increased in the1st and2ndcycle, butwas
followed by a decrease in the following cycleswith subsequent sta-
bilization up to the 15th cycle. Still, after PPy electropolymerization
electrical improvements of the working electrode were observed.
PPy is a conductive polymer and is considered as a pseudocapaci-through various charge transfer reactions between electrode and
electrolyte, presenting high conductivity in charged state and low
equivalent series resistance. The charge/discharge process in these
0
1000
2000
3000
4000
5000
40003000200010000
(Z
´
Ω´
)
(Ω)Z´
Ag-SPE
Ag-SPE/CEA/PPy
Ag-SPE/ - /PPy
0
50
100
150
200
200150100500
(Z
´
Ω ´
)
(Ω)Z´
(B)
of Ag/SPE modiﬁcation, evaluated in 1.0mM Ru3+, in buffer, pH 7.2.
f the w
t
i
[
s
e
o
d
t
t
t
r
b
l
c
W
d
r
w
s
3
ﬁ
a
s
e
p
(
t
p
s
s
o
f
i
s
a
i
i
pFig. 4. FTIR (A) and Raman (B) spectra corresponding to the direct reading o
ypes of pseudocapacitivematerials is basically associatedwith the
nsertion/deinsertion of counter ions, arising from the electrolyte
66,67].
TheCVof the PPy sensorymaterial showedhigher current inten-
ities and the reversibility of redox probe signal became more
vident. This is due the formation of an eletroactive conductive ﬁlm
n Ag-SPE surface. The EIS data recorded for the Ag-SPE/CEA/PPy
evice was also consistent with the formation of a conductive layer
hat reﬂected the presence of the conductive polymer, PPy. Consis-
ently, the Rct data of Ag-SPE/CEA/PPy ﬁlmswere lower than that of
he original silver substrate (Fig. 3B). In the next stage, the protein
emoval promotes a decrease in the overall CV current. This could
e due to the partial exposure of AgxO-SPE surface. This layer is
ess conductive than PPy, thereby leading to a resistance increase
omparing with Ag-SPE/CEA/PPy sensor (with absence of cavities).
hen the sensor was incubated in CEA, the resistance increased
ue to the presence of protein biomolecules, most likely at their
ebinding positions. Indeed, the protein (high molecular weight)
as an additional barrier to the electron transfer over the polymer
urface [67].
.4. Qualitative analysis
The qualitative features of blank SPEs and biomimetic/control
lms were assessed by RAMAN analysis with confocal microscopy
nd FTIR studies directly onATR support of Germaniumcrystal. The
pectra of Ag-SPE, electrodes are shown in Fig. 4.
The Raman spectra of Ag-SPE electrodes that followed
lectropolymerization evidenced the presence of carbon-based
olymeric structures (as PPy). In these, the peak at ∼1560 cm−1
absent in Ag-SPE blank materials) was assigned to the presence of
he Py aromatic rings [68]. Moreover, the changes in the double-
eaks at 530–610 cm−1 conﬁrmed the modiﬁcations made on the
ubstrate, as these peaks were more intense on blank silver-based
upports. The higher Raman intensity at 2900 cm−1 in the spectra
f Ag-SPE/CEA/PPy and Ag-SPE/PPy also evidenced the presence of
unctional groups out coming from the PPy matrix or the protein
tself.
Comparing to Ag-SPE, the Ag-SPE/CEA/PPy and Ag-SPE/PPy FTIR
pectra showed two well-deﬁned and signiﬁcant absorption peaks
t∼1046and630 cm−1, assigned toC H/C Nstretching, andbend-
ng vibrations of C H bonds in PPy [69,70]. The presence of CEA
n the material Ag-SPE/CEA/PPy was most probably related to the
resence of a broad band centered at 3300 cm−1. Such band couldorking electrode area on Ag-SPE, Ag-SPE/CEA/PPy and Ag-SPE/PPy devices.
result from O H/N H stretches related to the several functional
groups typically present in proteins.
Overall, both Raman and FTIR spectra showed signiﬁcant dif-
ferences between blank and modiﬁed Ag-SPEs. These data were
consistent with the presence of a PPy polymeric ﬁlm over the silver
blank support. The presence of CEA within the PPy matrix was also
supported by thepresenteddata,mostly accounting thedifferences
between Ag-SPE/CEA/PPy and Ag-SPE/PPy FTIR spectra.
3.5. Analytical performance of the sensor
Theanalytical featuresofAg-SPE/–/PPyelectrodeswere checked
by CV (Fig. 5A), SWV (Fig. 5B), and EIS (Fig. 5C) measurements
(Fig. 5-1), and plotting subsequently the collected electrical data
(Fig. 5-2), expressed in current intensity (in SWV and CV) or Rct (in
EIS) against logarithm CEA concentration. The CEA concentrations
selected for this purpose ranged from1.25 to 125pg/mL. Each stan-
dard concentration was allowed to bind to the sensing layer for a
ﬁxed period of 15min.
In general, the presence of CEA on the surface decreased the
background current provided by the electrode and such decrease
was concentration dependent. CV data (Fig. 5-A1) evidenced the
redox peaks of the ruthenium probe, which decreased after the
presence of CEA and in proportion to its concentration. EIS data,
in the form of Nyquist plots, showed increasing Rct values as the
concentration of CEA increased (Fig. 5-C1). SWV data (Fig. 5-B1)
was again consistent with the previously mentioned behavior, but
this blocking effect was however linked to three peaks positioned
at −0.20, +0.16 and +0.006V. These peaks at −0.20, +0.006 and
+0.16V are from the anodic oxidation of silver. Anodic oxidation of
silver is a complex reaction and themeasurements depend strongly
on the pre-treatment of the electrode surface. The main oxidation
reactions are Ag, Ag– Ag2O, Ag2O–AgO [71,72].
The ﬁrst two anodic peaks are due to the electro-formation of
AgOH and Ag2O, respectively. The formation of AgOH occurred at
the site on the silver surface, while the formation of Ag2O takes
place up to a limited depth within the crystallite silver. The peak at
0.16V was associated with the completion the oxidation of Ag2O to
AgOat the outer/inner surface layer. Once, the formationofAgO ini-
tiated at the Ag2O surface during the anodic scan, further formation
of AgO becomes easier and occurs at a lower potential [71].The typical calibration curves of Ag-SPE/–/PPy sensors obtained
by CV, SWV and EIS assays are shown in Fig. 5-2. The CV-based data
obtained indicated a linear behavior down to 1.25pg/mL, with a
slope −2.23A/decade log [CEA, ng/mL] and squared correlation
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tig. 5. Electrochemical raw data (1) of Ag-SPE/–/PPy devices in 1.0mM Ru3+, in
oncentrations of CEA, along with the corresponding calibration curves (2), includin
oefﬁcients >0.98; the SWV data showed linear behavior down to
.25pg/mL, but with a slope −0.231A/decade log [CEA, ng/mL]
nd squared correlation coefﬁcients >0.97; and EIS data also pre-
ented a linear response down to 1.25pg/mL, with a slope average
f 3.60k/decade log [CEA, ng/mL] and the squared correlation
oefﬁcients >0.982.
TheNPPy sensor responseswere linked to a randombehavior (in
IS) or to very low sensitivities (in CV and SWV), as shown in Fig. 5-
. Such behavior indicated that the recognition of CEA was mostly
overned by its binding to the imprinted sites, which suggested
hat the imprinting process was successfully established.
In general, more sensitive responses were achieved by CV mea-
urements, but the other electrochemical approaches displayed
imilar linear concentration ranges of response. It can happens
ecause PPy is a conductive polymer and is considered as a pseudo-
apacitor where the capacitance developed holds Faradaic origin,
ith process of chemical/electronic changes as formation/removal
f radical cation or radical anion centers, indicating a pseudocapac-
tance character [66,67].
In, cyclic voltammetry, the current that ﬂows across the
lectrode–solution interface arises from two sources: (i) Faradaic
urrent which arises from the reduction or oxidation of the
pecies in solution and (ii) double layer that forms at the
lectrode–solution interface, a signiﬁcant capacitive current,which
s called the non-Faradaic current. The double layer is produced by
he electrostatic attraction/repulsion of cations and anions respec-
ively, near the electrode surface to balance the charge on the, pH 7.2, by CV (A), SWV (B) and EIS (C) readings, after incubation in increasing
the response of Ag-SPE/PPy for comparison purposes.
electrodes. In the side, square-wave voltammetry measurements
are the combination of linear or staircase potential ramps with
superimposed sequences of short potential pulses (10–50mV for
10–50ms, discriminating against charging (capacitance) current
[66,67]. Capacitive contributions can be discriminated against,
before they die away, since over a small potential range between
forward and reverse pulses, the capacity is constant and is thus
annulledby subtraction. Pulse techniques aremore sensitive to oxi-
dation or reduction currents (Faradaic currents) than conventional
DC voltammetry. Differential pulse voltammetry yields peaks for
Faradaic excluding non-Faradaic currents [66,67]. Thus, it is for this
reason the sensitivity of the CV and SWV are different: in CV data,
non-Faradaic are considered improving the overall net current.
Also, the response time of each electrical reading was always
below 15min and could be ranked as SWV<CV<EIS. All electro-
chemical techniques showed standard deviations below 5% for
repeatedmeasures. Ingeneral, bothCVandSWVcouldbeemployed
for practical analytical applications, but the selection of a speciﬁc
one varies with which is more important: the intended sensitivity
or the speed of response.
3.6. Binding isothermBinding isotherm parameters may reveal relevant features
regarding the adsorption of the target CEA to the imprinted sites
or non-imprinted positions. As shown in previous work, the Lang-
muir model was found suitable for this purpose, [47,1] allowing
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he calculation of binding capacity (Bmax) and dissociation constant
KD) data. As in the Michaelis–Menton approach to enzymatic sys-
ems, such dissociation constant (KD) indicated the necessary CEA
oncentration to get one half of the maximal velocity of the reac-
ion. In general, a lowKD suggested a large binding afﬁnity between
EA and its receptor surface, as the reaction would approach more
apidly its maximum signal; the maximum binding capacity (Bmax)
xpressed the necessary CEA concentration to saturate all bind-
ng sites in the ﬁlm (imprinted or non-imprinted positions). The
xperimental binding data was calculated by applying equation 1,
here normalized current datawas plotted against CEA concentra-
ion (Fig. 6), and linearizing after the corresponding function to the
ineweaver–Burk plots.
This study compared the binding afﬁnity data of Ag-SPE/–/PPy
nd Ag-SPE/PPy devices, aiming to identify in which extent the
on-binding positions were contributing to the overall response
f the electrodes. The obtained Bmax and KD values were 0.373mA
nd 0.0058ng/mL and 0.116mA and 0.0090ng/mL, respectively.
n general, these results evidenced that Ag-SPE/–/PPy electrodes
isplayed higher binding afﬁnity to CEA than Ag-SPE/PPy devices,
hereby suggesting that the imprinted ﬁlm had a high number of
inding positions to which CEA should bind.
.7. Reproducibility of the electrodes
The reproducibility of the molecularly imprinted modiﬁed Ag-
PE electrode was investigated for 0.025ng/mL CEA. The peak
urrent response of CEA was determined with 3 electrodes which
roduced under the same conditions. The response peak intensity
howed a relative standard deviation of 8.2% conﬁrming that the
esults are reproducible.
.8. Selectivity studyThe selectivity was performed by incubation of the (Ag-
PE/–/PPy) biosensor with different interferents as Myo and Crea.
he results are shown in Fig. 7 and indicate low binding of abilityFig. 7. Selectivity study of the Ag-SPE/–/PPy sensor.
of Myo (8%) and Crea (2%) comparing with CEA (33%), meaning that
the sensor has afﬁnity for the target molecule.
3.9. Performance in spiked samples
Considering that measuring the selectivity of individual inter-
fering species is far from the real conditions of application of any
sensor, the selectivity of the device was further assessed by testing
in real samples. For this purpose, the analytical performance of the
biosensor was evaluated in real urine samples spiked with known
amounts of CEA. The urine samples were obtained from healthy
volunteer and diluted 10× to proceed with the calibration.
The calibration was made by successive addition starting from
1.25pg/mL. A linear behavior was observed up to 125pg/mL CEA,
with a slope of −0.129A/decade log [CEA, ng/mL]. The impact of
real samples was observed on the slope only, rather than on the
linear range. The existence of a linear tend in a well-deﬁned region
of CEA concentration, points out the possibility of using this new
device in future testing of real samples.
4. Conclusions
PCB technology with Ag tracks has been shown to produce suc-
cessful SPEs, offering great advantages in terms of cost. The real
cost of each SPE gets down to the order of cents of euro, instead
of a typical price of 3–7D reported for similar commercial devices
with different metals or carbon. Still, the use of Ag based SPE elec-
trodes may offer limited stability due to environmental oxidation.
Such limitation may be overcome by prior electrochemical pre-
treatment stage, where the electrodes are oxidized and further
stabilized.
In the present study, a novel biomimetic material for CEA can-
cer biomarker has been shown possible, yielding sensitive readings
that were mostly governed by CEA binding to the imprinted sites.
The extent of response sensitivity was dependent of the elec-
trochemical approach, for which different techniques could and
should be explored in order to maximize the potentialities of the
SPE devices.
In general, the Ag-SPE based MPPy electrodes displayed short
measuring time (with a maximum incubation period of 15min),
simple design (conventional PCB technology), precise readings
(repeatable signals with a maximum of 5% change), and low limit
of detection (in the order of pg CEA per mL). The novel combined
approachproposedhereinmay lead todecreasing costs in SPE serial
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[roduction,while offering sensingmaterials of high stability (when
ompared to the common natural antibodies used in immunosens-
ng). The presented approach is expected to be further improved
pon the application of different chemical pre-treating methods
nd/or surfacemodiﬁcationprocedures. Thiswould opennewhori-
ons into the set-up of SPE disposable devices offering appropriate
tability to be established in wide screening schemes of cancer
iomarkers in point-of-care.
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